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Endoscopic ultrasound-guided gall bladder drain-
age (EUS-GBD) has been shown to be comparable
with percutaneous gall bladder drainage (PTGBD)
in terms of technical feasibility and clinical efficacy
for the treatment of acute cholecystitis in high-risk
surgical patients.1 However, a potential serious
complication of this technique is air or bile leakage
into the peritoneal cavity, since insertion of a drain
or plastic stent requires a fistula tract with a diam-
eter larger than the diameter of the inserted drain
or stent. Therefore, a specifically designed
lumen-apposing metal stents (LAMSs) has been
developed for transenteric drainage and success-
fully tested in animal models.2 3 Preliminary clin-
ical experience with LAMSs for drainage of
peri-pancreatic fluid collections (PFCs) appears to
be consistent with anchoring features tested in
animal models.4–6 However, reports on the use of
LAMSs for gall bladder drainage are limited to case
reports and small case series without long-term
follow-up.3 5 7–12

We performed a multicentre, prospective study to
determine the feasibility and safety of the use of
LAMS for EUS-GBD in high-risk surgical patients
with acute cholecystitis. A total of 30 patients were
included. Technical success was achieved in 27 of 30
patients (90%) (figure 1) and clinical success in 26
of 27 patients (96%). Two of 27 patients (7%)
developed recurrent cholecystitis due to LAMS
obstruction. Successful LAMS removal was per-
formed in 15 of 30 patients (50%) after a mean of
91 days (SD±24 days). In 15 patients (50%), no
LAMS removal was performed because of death
(n=5), significant tissue overgrowth (n=2) or other
causes (n=8). Mean follow-up was 298 days (SD
±82 days) for all patients and 364 days (SD
±82 days) for the patients alive at the end of the
study. A total of 15 serious adverse events (SAEs)
(50%) were reported, including four that were pos-
sibly stent-related or procedure-related (13%).
Overall mortality was 23% (7/30), with 30-day mor-
tality of 17% (5/30) (find more details in online sup-
plementary methods and results).

COMMENTS
This study is the first multicentre prospective study
on the use of an LAMS for EUS-GBD in high-risk
surgical patients with acute cholecystitis. To date,
EUS-GBD using an LAMS has been described in
eight reports including 30 patients, reporting an
overall technical success rate of 93%.3 5 7–12 This
high success rate is most likely an overestimation
since the majority of reports included retrospective

small case series and case reports, which are prone
to publication bias. Technical failures were only
reported by de la Serna-Higuera et al who retro-
spectively evaluated EUS-GBD in 13 patients using
the same LAMS as was used in the present study.7

These authors reported a technical success rate of
85%, with two technical failures.7 In addition, in
four patients a second fully covered tubular self-
expandable metal stent (SEMS) was inserted
through the LAMS to ensure stent patency and sta-
bility, resulting in difficulties with stent placement
in 6 of 13 patients (46%) in this study.13 In our
study, technical failures occurred in 3 of 30 patients
(10%) and technical problems with LAMS deploy-
ment in another 2 of 30 patients (7%), resulting in
an overall technical difficulties rate of 17%.
However, in all three patients with technical fail-
ures, successful endoscopic drainage was ultimately
achieved during the same procedure with place-
ment of an additional stent (figures 1 and 2).
In order to improve technical success, refine-

ments of the current LAMS and accessories may
improve the results of EUS-GBD. The evolution of
the LAMS used in the present study is a new deliv-
ery system with electrocautery on the tip, which
allows puncture and release of the stent in a single-
step procedure, thus decreasing the number of
accessories to be exchanged and consequently
potentially reducing the frequency of complica-
tions. This newly developed device (Hot Axios,
Xlumena, Mountain View, California, USA) has
already successfully been used for both gall bladder
and PFCs drainage.12 14 Furthermore, since the
procedure is challenging, even in experienced
hands, a learning curve should be anticipated.
Because of these considerations, it is our opinion
that EUS-GBD should currently only be performed
in high-volume experienced centres.
It is known that a mature fistula tract is formed

in the porcine model following LAMS placement
after a period of 4–5 weeks.2 In order to minimise
the risk of recurrent cholecystitis and bile leakage,
we decided to leave the LAMS in place for a period
of 3 months. A drawback was that we experienced
significant tissue overgrowth in three patients
(10%) at the time of LAMS removal that precluded
removal in two patients (figure 2). Although a
more significant tissue reaction can be expected
after a longer stent dwell time, we hypothesise that
stent location, either gastric of duodenal, might
also influence the degree of tissue overgrowth. The
retroperitoneal location of the duodenum results in
a more stable tract to the gall bladder as compared
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with the stomach, in which more peristaltic movements might
result in a more pronounced tissue reaction.

Ultimately, in half of the patients in our study no LAMS
removal was performed, mainly due to a poor clinical condition
of the patient and/or patients’ refusal. In none of these patients,
LAMS-related complications were observed during a mean stent
dwell time of 364 days. Long-term stenting without stent-related
complications, even up to 3 years, has also been reported in
other studies on EUS-GBD using SEMS.7 15–17 In the light of
these results, leaving stents, either SEMS or LAMS, permanently
in place may likely be considered as an alternative treatment
option, which avoids the risks and discomfort associated with a
repeat procedure for stent removal. Furthermore, although gall
bladder drainage is most often intended as a bridge to elective
surgery, none of the patients in our study turned out to be eli-
gible for elective cholecystectomy mainly due to their ongoing
high surgical risk. In order to reduce the risk of recurrent chole-
cystitis in these patients, permanent drainage is desirable. The
advantage of EUS-GBD compared with PTGBD is that long-
term stenting does not require an external drainage catheter,
which likely may increase patients’ comfort and quality of life.15

Safety was closely monitored in our study and all SAEs were
reviewed by an independent data safety monitoring board. The
30-day mortality in our study was 17%, which is comparable
with the 30-day mortality or in-hospital death of 15.4% after
PTGBD. In addition, the 7% stent-related or procedure-related
mortality observed in our study is comparable with that of
PTGBD (around 4%). However, the rate of non-fatal SAEs
(n=9, 30%) is substantially higher than reported for PTGBD
(15%).18 One explanation for this high complication rate could
be the relatively poor clinical condition of patients in our study.
None of the patients in our study was eligible for elective chole-
cystectomy, as compared with more than 40% in studies with
patients treated with PTGBD.18 Another reason might be our
thorough and long-term follow-up with special focus on all

types of complications, compared with a great variety of compli-
cation registrations in PTGBD studies.18 Noteworthy, stent
migration was not observed in our study, while this has been
reported in up to 7% after EUS-guided drainage of PFCs using
both SEMS and LAMS.6 19

In conclusion, we think that EUS-GBD using LAMS is an
elegant procedure in high-risk surgical patients with acute chole-
cystitis when performed by an experienced endoscopist.
However, large comparative studies are needed to confirm these
promising results, to optimise the technical procedure and to
address remaining questions, such as optimal stent dwell time
and preferred route of access.
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Details online 

Methodological description 

Patient inclusion  

-      Age ≥ 18 years  

- Diagnosis of acute cholecystitis according to the Tokyo Guidelines (clinical signs, 

laboratory findings, and imaging findings) 

- High surgical risk, defined as (1) ASA score > III, (2) APACHE II score ≥ 12, (3) 

onset of symptoms ≥7 days before first presentation, (4) advanced malignancy, and (5) 

deemed unsuitable for surgery for any other reason based on surgical consultation. 

- Written informed consent 

 

 

Patient exclusion   

-       Altered anatomy of the upper gastrointestinal tract due to surgery of the   

                      oesophagus, stomach or duodenum 

- Pancreatitis 

 - Liver cirrhosis, portal hypertension and/or gastric varices 

- Abnormal coagulation (INR >1.5 and not correctable and/or platelets < 50.000/mm3) 

- Previous drainage of the gallbladder 

- Pregnancy 

 

 

IRB/registration  

 

Study protocol was reviewed and approved by the IRB of all participating centers.  

Registration at the Dutch Trial Registration (www.trialregister.nl) under number (NTR 3633). 

 

 

Main outcomes  

-       Safety, defined as the number of (possible) stent- or procedure-related severe adverse 

event (SAEs), e.g. bile leakage with development of peritonitis, significant bleeding, 

or a non-scheduled endoscopic/surgical intervention due to an adverse event.  

- A Data Safety Monitoring Board (DSMB) was installed to review all SAEs and to 

determine whether these were (possibly) associated with the stent or the procedure. 

- Technical success of LAMS placement, defined as successful access to the gallbladder 

followed by adequate transmural LAMS deployment 

- Technical success of LAMS removal was defined as successful removal at oesophago-

gastroduodenoscopy (EGD) of the LAMS using a polypectomy snare or rat-tooth 

forceps in a single session.  

- Clinical success, defined as resolution of clinical parameters of acute cholecystitis 

within 96 hours. Clinical parameters assessed were abdominal pain scored by the 

patients on a 10-point visual analogue scale, body temperature, white blood cell count 

and serum C-reactive protein concentration. 

- Recurrence of cholecystitis, defined as recurrence of acute cholecystitis according to 

Tokyo Guidelines after complete clinical response, either before or after LAMS 

removal. 

 

 

Study approach  

-      Consecutive patients with acute cholecystitis and an indication for gallbladder 

drainage at high surgical risk were included in the study.  

- Written informed consent was obtained from each enrolled patient before the 

procedure.  

- EUS-guided gallbladder drainage using LAMS 

http://www.trialregister.nl/


- Daily follow-up until resolution of cholecystitis (pain score, temperature, WBC and C-

reactive protein) 

- LAMS removal after 3-months  

- 3-monthly follow-up, total follow-up one year  

 

 

Device and technique  

- LAMS (Axios; Xlumena, Mountain View, CA); constructed of braided nitinol and 

fully covered with silicone. Wide flanges on both ends provide anchoring of the 

gallbladder and gut lumens with an even distribution of pressure on the luminal walls. 

The diameter of the flanges is approximately twice the diameter of the lumen. 

Delivery through a 10.5F catheter, which is luer-locked to the endoscope 

instrumentation channel inlet port to provide controlled deployment of the stent, CE-

marked and FDA-approved for drainage of peripancreatic fluid collections.  

- Technique:  

o Drainage under conscious sedation (midazolam and fentanyl), monitored anesthesia 

care (propofol), or endoscopist-administered propofol sedation, depending on 

institutional standard sedation practices and patient status.  

o All patients were on antibiotics.  

o Visualization of gallbladder and determination of optimal site, stomach or duodenum, 

for puncture using linear-array EUS.  

o Gallbladder puncture using 19-gauge EUS-FNA needle, passing 0.035-inch guide wire 

through the needle and coiling in gallbladder.  

o Dilation of fistula tract using a cystostome or balloon dilator.  

o Placement of a delivery catheter over the guidewire, deployment of the distal end of 

the stent in the gallbladder lumen under fluoroscopic and/or EUS-guidance; 

deployment of proximal stent end using a combination of fluoroscopic and endoscopic 

view and EUS guidance, depending on endoscopist preference 

 

Sample size calculation  

-   Sequential testing safety model was used to calculate the minimum number of patients 

needed to demonstrate that EUS-guided drainage using a LAMS is not unsafe.(18;19) 

If the safety boundary in the model (stent- or procedure-related SAEs ≥ 25% of 

patients) was not crossed after inclusion of 14 patients we were allowed to conclude 

that the procedure is not unsafe, taking into account a risk of 11% of stent- or 

procedure-related SAEs in patients receiving PTGBD.(3) 

- We estimated that a sample size of 23 patients was required to demonstrate a clinically 

relevant 20% difference in recurrence of cholecystitis during one year of follow-up 

using a two-sided α of 0.05 with a power of 0.80. We estimated a recurrent 

cholecytitis rate of 25% after PTGBD based on the literature.(20-27)  

- To compensate for a potential loss to follow-up of 10%, we aimed to include 30 

patients in the study. 

Data analysis  

- An interim analysis was performed after each (possibly) stent- or procedure-related 

SAE and a DSMB meeting was scheduled after every three SAEs.  

- SPSS 20.0.0 (SPSS, Inc, Chicago, IL, USA); Continuous variables were reported by 

using means (standard deviation) and medians (range), as appropriate. Categorical 

variables were reported in terms of frequency counts and proportions.  

  

 

 

 

 

 

 



Details of results  

 
Patient characteristics  

 
 
 
 
 
 
 
 
 
 
 
 
 

 
Procedural characteristics and clinical outcome of EUS-GBD using a lumen-apposing metal stent 

(LAMS). 

 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 

 
 
 
 
 
 
 
 
 
 

 N=30  (100%) 

Mean age, years (range)  85 (68-97) 

Male gender (%) 11 (37) 

Indication EUS-GBD (%) 

ASA score ≥ 3  

APACHE score ≥ 12 

Symptoms ≥ 7 days 

Advanced malignancy 

Combination  

Expert opinion 

 

13  

 3  

2 

2 

 5  

 5 

 

(44) 

(10) 

(7) 

(7) 

(16) 

(16) 

Calculous cholecystitis (%) 22 (87) 

Median time since onset symptoms, days (range) 2 (1-28) 

 N=30 (100%) 

Technical success 27 (90) 

Anaesthesia 

Consious sedation 

Monitored anesthesia care 

 

26 

4 

 

(97) 

(3) 

Puncture site 

Stomach 

Duodenum 

 

11 

19 

 

(37) 

(63) 

LAMS size 

10 x 10 mm 

10 x 15 mm 

 

13 

17 

 

(43) 

(57) 

Median total scope time, min (range) 15 (13-110) 

Stent removal  15  (50) 

Time to stent removal, days (±SD) 91 (24) 

Reason for no stent removal 

Death before scheduled removal 

Poor clinical condition  

Refusal by the patient 

Significant tissue overgrowth  

Ongoing cholecystolithiasis 

Polypoid lesion in the gallbladder  

 

5 

3 

3 

2 

1 

1 

 

(33) 

(20) 

(20) 

(13) 

(7) 

(7) 

Stent dwell time for stents left in situ (±SD) 364  67 

Clinical success 26/27 (96%) 

Recurrent cholecystitis 2/27 (7%) 



Overview of all SAEs and review decision of the DSMB 

 

 
    

 Outcome DSMB 

1   (Aspiration) pneumonia Death Procedure-related 

2   Pancreatic cancer/infection Death Possible stent-/procedure-related 

3   Urosepsis Death Not related 

4   Pancreatic cancer Death Not related 

5   Myocardial infarction Death Not related 

6   Cholangiosepsis Death Not related 

7   Colorectal cancer Death Not related 

8   Melena/ thrombus in gallbladder Resolved Stent-related 

9   Jaundice (hemobilia) Resolved Stent-related 

10 Cholangitis (gallstones) Resolved Not related 

11 Cholangitis (malignant) Resolved Not related 

12 Acute (biliary) pancreatitis Resolved Not related 

13 Ischemic stroke Sequelae Not related 

14 Pneumonia Resolved Not related 

15 Hip fracture  Sequelae Not related 


	EUS-guided gall bladder drainage with a lumen-apposing metal stent: a prospective long-term evaluation
	Comments
	References


